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IMPORTANT 


Before using this handbook, carefully the instruction handbook for the customer. 
This handbook has been written for service engineers who have had specific 
training on the equipment. 

The service engineer should have a basic knowledge of low voltage systems as well 
as small refrigerating systems with a hermetically sealed compressor. 


WARNING 


The installation and maintenance procedures, including the replacement of the 
supply cable, must be carried out by qualified personnel. Make sure that the 
equipment is switched off from the mains supply before removing any protective 
panel. 

Any operation on equipment under voltage must be carried out only by specialised 
personnel only if there is no alternative; in this case always take precautionary 
measures and use control instruments equipped with insulated probes. 
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1) LIST OF SPARE PARTS 

In this chapter, a series of detailed drawings will be given to allow an easy 
individuation of the spare parts to be ordered. 

1.1) HOW TO ORDER SPARE PARTS 

To make the order of spare parts easier, please use the order form given hereinafter. 

Angelantoni Industrie spa 

as - Biomedical division 

localita Cimacolle 
Massa Martana 06056 
Perugia (Italy) 
tel. (39.75) 8955.1 
fax (39.75) 8955.200 


SPARE PARTS’ ORDER 


Buyer 

address: 


Type of equipment: :_ 

Part Number: :_ 

Year of manufacture::_ 

Please send to the above address the spare parts hereinafter: 

Means of transport: 


Table Ref. Code Description Q.ty 

no. no. 



ATTENTION: 


In order to avoid any mistake, we strongly recommend that you reproduce the 
form above (e.g. by making a copy of it) and fill every part of it (references to 
tables, etc.) very carefully before sending it back to the manufacturer. 
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1.2) SPARE PARTS LIST 


Pos 

Item number 

pc. 

Designation 

[" 10 

6151973 

r 1 

Ithermostat 

20 

7422857 

r 1 

OPERATING PANEL HOUSING 

31 

6111997 

h 

[inside THERMOMETER 

32 

7402857 

r 1 

[special securing hardware 

34 

6342997 

r 1 

[battery 

35 

7424905 

r 1 

[covers, various 

40 

7731859 

r 1 

[operating unit film 

50 

7422505 

r 1 

CONTROL KNOB 

60 

7402969 

r 1 

[sensor retaining fixture 

70 

4098059 

r 1 

[oval-head self-tapping screw 

[" 80 

6071785 

r 1 

[interior light 

90 

6070015 

r 1 

[fluorescent tubes 

100 

7412723 

r 1 

[various trims 

110 

4098060 

2 SCREW IN ACC. WITH DRAWING 

120 

6021021 

r 1 

DISTRIBUTOR STRIP 

150 

6072905 

r 1 

[ballast units 

160 

4082713 

i" 2 

[oval-head self-tapping screw 

170 

6119993 

r 1 

[COMPRESSOR R 600 a 

180 

6941276 

r 1 

[safety temperature limiter 

190 

6940650 

r 1 

RELAY 

200 

7412789 

r 1 

[evaporator trays 

210 

7402888 

i" 4 

[special securing hardware 

220 

7700001 

r 1 

[pipe 

230 

6009909 

r 1 

[supply line 

240 

5941904 

r 1 

[condenser wire tube, upright 

250 

7402981 

r* 

[various retaining fixtures 

260 

4082709 

|4 

[oval-head self-tapping screw 

270 

5942993 

r 1 

[dryer 

280 

5940163 

r 1 

EVAPORATOR - FREEZING 

290 

4082807 

|4 

[oval-head self-tapping screw 

300 

6108993 

r 1 

[motor 

310 

6299905 

r 1 

[fan blade 

320 

7422558 

ri 

[various injection-moulded items 

330 

4098033 

[2 

[oval-head wood screw 

340 

7203993 

r 1 

[various retaining fixtures 

350 

9000804 

r 1 

[fan cover 

360 

4098997 

[4 

[oval-head wood screw 

370 

7412233 

[4 

[plug 

380 

7112064 

f4 

[grid shelf 
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390 

7112053 

1 

[grid shelf 

400 

9809617 

1 

[glass door, complete 

410 

7422079 

4 

[bushing 

420 

7108977 

1 

[gasket 

430 

7424848 

1 

ACCESSORY PACK 

440 

4098136 

2 

[screw in acc.with drawing 

450 

7402186 

2 

[cover cap 

460 

7402605 

2 PLUG 

470 

7042471 

1 

LOCK, ASSY. 

480 

7042961 

2 

[key 

490 

7042555 

1 

[bolt 

500 

4082880 

1 

[countersunk self-tapping screw 

510 

7424791 

1 

[plug 

520 

7424781 

3 

[cover 

530 

9450057 

1 

[hinge, COMPLETE 

540 

7113077 

2 

[bolt 

550 

4101000 

1 

STANDARD NUT 

560 

7744009 

2 

[washer 

570 

7412871 

1 

WASHER 

580 

4084005 

2 

OVAL-HEAD SCREW 

590 

7422559 

1 

COVER PLATE 

600 

7412721 

1 

[various HOUSINGS 

610 

4098029 

2 

[PT SCREW 

611 

4082710 

2 

[oval-head self-tapping screw 

620 

7042301 

2 

ADJUSTING SCREW 

9900 


0 

PARTS NOT SHOWN IN THE ILLUSTRATION: 

CD 

CD 

O 

7080347 

1 

[operating INSTRUCTIONS 

9920 

9878847 

1 

[packaging, completely 

9930 

8041893 

1 

FOLDING CARDBOARD BOX 
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2) DIAGRAMS 

2.1) REFRIGERATING DIAGRAM 
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2.2) ELECTRICAL DIAGRAM (ONLY FOR REFRIFRIGERATION UNIT) 


Legend - Item No. 

Legend text 

001 

C-S-R motor 

002 

Clixon (external or internal) 

003 

PTC/relay 

020 

Thermostat - refrigerator 

035 

Terminal block 

039 

Switch - interior light 

043 

Lighting 

055 

Fan - evaporator 

087 

Ballast unit 

096 

Starter 

bl 

blue 

bn 

brown 

sw 

black 
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